Fabrication of printed titanium shells for containment of BMP-2 composite graft materials for alveolar bone reconstruction.
The engineering, design, manufacture, and rationale for use of printed titanium shells for alveolar bone reconstruction using BMP-2/ACS/allograft are described. This is proposed as a possible improvement to the current hand-configured mesh graft technique in common use today.